PHOENIX &

Environmental Laboratories, Inc.

Tuesday, September 10, 2019

Attn: Jennifer Atkins
AECOM

250 Apollo Drive
Chelmsford, MA 01824

Project ID:
SDG ID: GCD96440
Sample ID#s: CD96440

This laboratory is in compliance with the NELAC requirements of procedures used
except where indicated.

This report contains results for the parameters tested, under the sampling conditions
described on the Chain Of Custody, as received by the laboratory. This report is
incomplete unless all pages indicated in the pagination at the bottom of the page are
included.

A scanned version of the COC form accompanies the analytical report and is an exact
duplicate of the original.

Enclosed are revised Analysis Report pages. Please replace and discard the original
pages. If you are the client above and have any questions concerning this testing,
please do not hesitate to contact Phoenix Client Services at ext.200. The contents of
this report cannot be discussed with anyone other than the client listed above without
their written consent.

Sincerely yours,
Phleisihiller
Laboratory Director

587 East Middle Turnpike, P.O. Box 370, Manchester, CT 06040
Telephone (860) 645-1102 Fax (860) 645-0823
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NELAC - #NY11301

CT Lab Registration #PH-0618
MA Lab Registration #M-CT007
ME Lab Registration #CT-007

NH Lab Registration #213693-A,B

NJ Lab Registration #CT-003
NY Lab Registration #11301
PA Lab Registration #68-03530
RI Lab Registration #63

UT Lab Registration #CT00007
VT Lab Registration #VT11301

587 East Middle Turnpike, P.O. Box 370, Manchester, CT 06040
Telephone (860) 645-1102 Fax (860) 645-0823
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PHOENIX &

Environmental Laboratories, Inc.
587 East Middle Turnpike, P.O.Box 370, Manchester, CT 06045
Tel. (860) 645-1102 Fax (860) 645-0823

NY # 11301

SDG Comments

September 10, 2019
SDG I.D.: GCD96440

Version 3:

The original TSS had quality control issues: an observation was made that it was difficult to filter and as a
result only 20ml of sample was used. (This may not have been representative of the sample as a whole).

The sample was re-analyzed after hold time using 100 ml of sample and the subsequent result is reported
above as Total Suspended Solids (re-analysis).
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PHOENIX &

Environmental Laboratories, Inc.

587 East Middle Turnpike, P.O.Box 370, Manchester, CT 06045
Tel. (860) 645-1102 Fax (860) 645-0823

Sample Id Cross Reference

September 10, 2019
SDG I.D.: GCD96440

Project ID:
Client Id Lab Id Matrix
OUTFALL 003 CD96440 SURFACE WATER
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PHOENIX &

Environmental Laboratories, Inc.
587 East Middle Turnpike, P.O.Box 370, Manchester, CT 06045

Tel. (860) 645-1102 Fax (860) 645-0823
An alySiS Report FOR:  Attn: Jennifer Atkins
AECOM
September 10, 2019 250 Apollo Drive

Chelmsford, MA 01824

Sample Information Custody Information Date Time

Matrix: SURFACE WATER Collected by: 08/31/19 16:45

Location Code: AECOM-CHELM Received by: CP 09/03/19 16:00

Rush Request: Standard Analyzed by: see "By" below

P.O#: Labora’torv Data SDG ID: GCD96440
Phoenix ID: CD96440

Project ID:

Client ID: OUTFALL 003

RL/

Parameter Result PQL Units Dilution Date/Time By Reference

Total Suspended Solids 130 25 mg/L 5 09/04/19 NLM/BJA SM 2540D-11

Total Suspended Solids (re-analysis) 63 5.0 mg/L 1 09/09/19 NLM/BJA SM 2540D-11

RL/PQL=Reporting/Practical Quantitation Level ND=Not Detected BRL=Below Reporting Level
Comments:

The original TSS had quality control issues: an observation was made that it was difficult to filter and as a result only 20ml of
sample was used. (This may not have been representative of the sample as a whole).

The sample was re-analyzed after hold time using 100 ml of sample and the subsequent result is reported above as Total
Suspended Solids (re-analysis).

If you are the client above and have any questions concerning this testing, please do not hesitate to contact Phoenix Client Services at ext.200.
The contents of this report cannot be discussed with anyone other than the client listed above without their written consent.

s

Phyllis Shiller, Laboratory Director
September 10, 2019
Reviewed and Released by: Phyllis Shiller, Laboratory Director

Ver 3
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PHOENIX &

Environmental Laboratories, Inc.
587 East Middle Turnpike, P.O.Box 370, Manchester, CT 06045

Tel. (860) 645-1102 Fax (860) 645-0823
QA/QC Report
September 10, 2019 QA/QC Data SDG I.D.: GCD96440
% %
Blk Sample  Dup Dup LCS LCSD LCS MS MSD MS Rec RPD
Parameter Blank RL Result Result RPD % % RPD % % RPD Limits Limits
QA/QC Batch 495095 (mg/L), QC Sample No: CD96293 (CD96440)
Total Suspended Solids BRL 5.0 <5.0 <5.0 NC 109 85-115

If there are any questions regarding this data, please call Phoenix Client Services at extension 200.
RPD - Relative Percent Difference
LCS - Laboratory Control Sample p
LCSD - Laboratory Control Sample Duplicate : /3 !! é’él
MS - Matrix Spike . . .
MS DU I&a;;s e Dublicate Phyllis/Shiller, Laboratory Director
P P P Septefmber 10, 2019

NC - No Criteria
Intf - Interference
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Tuesday, September 10, 2019
Criteria: MA: CAM

State: MA RL Analysis
SampNo Acode Phoenix Analyte Criteria Result RL Criteria Criteria Units

Sample Criteria Exceedances Report
GCD96440 - AECOM-CHELM

*** No Data to Display ***

Phoenix Laboratories does not assume responsibility for the data contained in this exceedance report. It is provided as an additional tool to identify requested criteria exceedences. All efforts are
made to ensure the accuracy of the data (obtained from appropriate agencies). A lack of exceedence information does not necessarily suggest conformance to the criteria. It is ultimately the site
professional's responsibility to determine appropriate compliance.
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PHOENIX & P

Environmental Laboratories, Inc.
587 East Middle Turnpike, P.O.Box 370, Manchester, CT 06045
Tel. (860) 645-1102 Fax (860) 645-0823

NY # 11301

Analysis Comments
September 10, 2019 SDG I.D.: GCD96440

The following analysis comments are made regarding exceptions to criteria not already noted in the Analysis Report or
QA/QC Report: None.

Page 8 of 9



woD:

- $3NddV IDUVHOUNS .
S3NddV IOUYHONNS » \q Vv\ :p9)29||02 ai9m sajdwes aiaym ajels P
piepuels
PUO T o [ LuvINSe VM [] ewo ) eas =
uoday piS Xiuaoyd 0O o3aon ] * O
Lebexoed eleg ing [ £MO es[ ] zmoes[] -moes [ o3aeRUSPISSY [] skeaz [ \Pm\lh. % M
sIpoayo (141 ]| €mO N.w_u zmoz-s[] i-mozs [ Agon 8o [ Jfear [
sbeyoed ejeq| .. B ~ . _ . - :awij punoseusn
o100 [ emo -] zmots[] imots [ Amgow vo [] Bwo ] 1P L :suonejnBay 40 sjuswelinbey jeroeds ‘syuswiwos)]
eMo []
uo[3oaj0ol
Sroa O e Dnat= I A =] EPU PP VOO Y
uonosloId MO
4ad ] MO [ O (lenuspisay) CCQ G_M Q \ v\ \
192x3 ] uopesyed doW ] 180 0y [ 2insodx3waia ] % \ e \\h\-MK % —
JelI04 ejeq YN %) 1Yl Bl 8yeq 'Rq pa)desoy
LN
I X|3F7 pries] ms | oo oy [T,
- Y YL Y Y CYLYL YY) paidweg | pojdwes XUlew uoyesynuap| N # IT1dWVS
&e,,.% &%% > o% £ %& & o,% VG &04/,. s%& aw . aleq aidwes s|dwes Jswojsny AINO 35N XINSOHd
2 .
se@o S o&c& 0&6& //AO&// 001¢ @7& /9/0% /@,.v% &/&/7 o0¢
Y %/@ A PEYES SN Y6 > <Y (1ay10) =X pinbIi=1 ying=g
/%o S/ NSNS I0=T10 8diM=M PlI0OS=0S 10S=8 96pN|S=§ JUSWIPIS=3S ISIeM Mey=MY
NG AL K oe,w. AONV I91BA BISEA=MM 91BN\ 0BUNS=MS J3)EM u::ohwisw iayepn bupjung=ma
SR A0 AL 5p05 XHIEN
WAL N sanb -
P X ¥ Sy T M\m 8leq ainjeubis
/o«oo dej o sisfjeuy I-1% sJoidwes
:o_umo:_Eou_-co_ ojuj - syflueg jueyd
4.4 R <
‘sapnpuend apog #310N0 s l+< ..v_w.<<vb
upm paysjduiod :0) 92I0AU| \N& JO ~vW P 5% 1))
99 LSNW uonaas siyl :0) Hoday ax] °lody OsgZ :ss8IppY
:0°d 108loid ;Josloid Wov4g Y JJlawoisn)
170 S>3 2yrvvI)  ewa) 9z.8-6¥9 (098) sedIAIas JUBID
: : LOQDT IPIUIWUOLLAU
277506 -3£ L Puoud [ | £280-6v9 (098) XeJ  woo'sqexiusoyd@oul ‘pews L] wmi&% 421 177 4
xed [ ] 07090 1O “Je)sayduel ‘0/¢ Xog "O'd ‘ajiduin ) S|ppI 1se3 /85
suon Oa S:oo aAIled €3eq
dwa | y0I23y AdOLSNI 40 NIVHO
I uo_ Mdl  JUej0od
sap ~ ubjoo)




	Cover Letter
	SDG Comments
	Sample Id Cross Reference
	Analytical Report
	QA/QC Report
	Sample Criteria Audit Report
	Analysis Comments
	COC-GCD96440.pdf

